How to clear the “Tare” feature
1) Remove all items from the platform.
2) Press the “OFF” key.
3) Press the “ON” key.
Now the scale is reset to “0.0” and the weight of all items on the platform will be displayed.

Calibration
For best results, calibrate the scale at regular intervals. Use the following calibration weight: 50 gram for PR50, 100 gram for PR120, PR200 and PR300, 200 gram for PR500
1) Allow the scale to warm up and stabilize for two minutes before starting the calibration procedure.
2) When the scale is turned off, press and hold the “ON/TARE” key for several seconds until the LCD shows the random value.
3) Press the “ON/TARE” key again, the LCD will show “0.0” and then the calibration weight.
4) Gently place the weight on the scale and wait 3 seconds. Press the “ON/TARE” key, the LCD will show “CAL” and then “PASS”.
5) Remove the calibration weight and turn the scale off. Calibration is now complete.

Weight Modes: gram, ounces, pennyweight and troy ounces

Increments: PR50: 0.01 gr, 0.001 oz, 0.01 dwt and 0.001 ozt. Other PR models: 0.1 gr, 0.01oz, 0.1 dwt and 0.01 ozt (troy ounces)